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A method for determining a set of control parameters of a
control sequence for a magnetic resonance device is pro-
vided. The set of control parameters is chosen from a plurality
of'sets of basic parameters. The method includes determining
a mean flip angle for each set of basic parameters in an
imaging region where an object exists using the set of basic
parameters with a first measuring method. For each set of
basic parameters, a signal strength of a magnetic resonance
signal generated in the case of a reference flip angle of a
second measuring method distinguished by a signal maxi-
mum or a signal minimum is determined, and the set of basic
parameters having a signal strength that is extremal in accor-
dance with the choice of reference flip angle is chosen as the
set of control parameters.
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1
METHOD FOR DETERMINING A CONTROL
SEQUENCE WITH PARALLEL
TRANSMISSION

This application claims the benefit of DE 10 2011 087
210.8, filed on Nov. 28, 2011, which is hereby incorporated
by reference.

BACKGROUND

The present embodiments relate to a method for determin-
ing a set of control parameters of a control sequence for a
magnetic resonance device.

The imaging method of magnetic resonance is already
known in the prior art. An object to be examined is introduced
into a relatively high basic magnetic field (e.g., the B, field).
Inorder to be able to acquire magnetic resonance data (e.g., in
a layer), the spins of the layer are excited, and the decay, for
example, in this excitation is observed as a signal. Gradient
errors may be generated by a gradient coil arrangement, while
high frequency excitation signals (e.g., high frequency
pulses) are emitted via a high frequency transmission coil.
The high frequency pulses generate a high frequency field
(e.g., the B, field), and the spins of resonantly excited nuclei,
spatially resolved by the gradients, are tilted by a flip angle
with respect to the magnetic field lines of the basic magnetic
field. If the spins of the nuclei relax again, high frequency
signals are emitted. The emitted high frequency signals are
picked up by suitable receiving antennae and processed fur-
ther in order to be able to thus reconstruct magnetic resonance
image data.

Conventional high frequency transmitting coils are oper-
ated in a “homogeneous mode,” (e.g., in a “CP-Modus”). A
single high frequency pulse with a defined fixed phase and
amplitude is given on all components of the transmission coil
(e.g., all transmission rods of a birdcage antenna). To increase
the flexibility and create new degrees of freedom to improve
imaging, parallel transmission, in which a plurality of trans-
mission channels are each loaded with single pulses that may
differ from each other, may also be provided. All of these
single pulses, which may be described, for example, by the
phase and amplitude parameters, are defined as a whole in a
control sequence that is described by a corresponding set of
parameters. A multi-channel pulse, which is composed of
single pulses for the different transmission channels, may be
a “pTX pulse” (for “parallel transmission™).

Calculation methods (e.g., optimization methods) are
known for determining a set of control parameters of a control
sequence for a transmitter of a magnetic resonance device
including a plurality of transmission channels. A target mag-
netization (e.g., a magnetic resonance excitation quality
specification) may be specified. For example, a desired spa-
tially resolved flip angle distribution that corresponds to a
target magnetization may be given. A target function may
then be defined. A suitable control sequence (e.g., the single
pulses for the channels) is then determined by the optimiza-
tion method (e.g., a target function optimizer). Reference is
made purely by way of example for such a method for deter-
mining control sequences for parallel excitation methods to
the article by W. Grissom et al., “Spatial Domain Method for
the Design of RF Pulses in Multicoil Parallel Excitation”,
Mag. Res. Med. 56, 620-629, 2006.

Together with additional control specifications (e.g., the
associated gradient pulses), the control sequence forms the
measuring protocol that allows automatic control of the mag-
netic resonance device for a measurement.
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Parallel transmission therefore permits the excitation to be
spatially modulated. A class of optimizations has the aim of
optimally homogeneous excitation within a certain volume or
imaging region. All nuclei excited may have the same flip
angle. The single pulses used, described by the set of control
parameters (e.g., calculated from an optimization method),
are taken as a basis for the data about the B, fields to also
achieve such an homogeneous flip angle distribution or
homogeneous excitation. This uses a patient- and measuring
volume specific adjustment measurement that forms the basis
of pulse calculation. B; maps of the individual coil elements
or transmission channels may be measured for this purpose.
In the case of the specific object and the specific imaging
region, an analytical or numerical optimization algorithm
calculates, from a basically infinite, multi-dimensional solu-
tion space for the homogeneous excitation, optimum param-
eters for the different degrees of freedom of the high fre-
quency excitation (e.g., the high frequency amplitude and the
high frequency phase) for each time step and each transmis-
sion channel and, optionally, additional gradients for each
time step.

SUMMARY AND DESCRIPTION

The procedure described above has several drawbacks.
With the known methods for measurement of the B, maps of
the individual transmission channels or coil elements, a very
long recording time may be given in comparison with the
recording times conventional for imaging. This provides that
the duration of the examination is significantly extended. The
optimization algorithms may also prove to be problematical,
since numerical uncertainties are present, and monitoring, for
example, with respect to the SAR, is provided.

The present embodiments may obviate one or more of the
drawbacks or limitations in the related art. For example, an
adjusting method for determining a suitable excitation
sequence characterized by shorter measuring times and more
robust determination is provided.

A set of control parameters is chosen from a plurality of
sets of basic parameters, in that a mean flip angle is deter-
mined for each set of basic parameters of the plurality of sets
of basic parameters in an imaging region where an object
exists using the set of basic parameters with a first measuring
method. For each set of basic parameters, a signal strength of
a magnetic resonance signal generated in the case of a refer-
ence flip angle of a second measuring method distinguished
by a signal maximum or a signal minimum is determined. The
set of basic parameters with a signal strength that is extremal
is chosen as the set of control parameters in accordance with
the choice of reference flip angle.

A patient- and imaging region- or measuring volume-spe-
cific adjustment measurement, in which no spatially high-
resolution B, maps that are complex to measure are to be
determined, and instead, simple spatially unresolved measur-
ing acts are provided, from which a suitable set of control
parameters may be determined almost directly and without
the use of complex optimizers, is provided. The solution
space is reduced to a finite number of predefined parameter
settings (e.g., the sets of basic parameters; to suitable high
frequency shim settings). This enables interpretable measur-
ing acts to be carried out for each of the sets of basic param-
eters available for selection. In one embodiment, measure-
ments that do not measure in a spatially resolved manner and
instead provide an overall picture (e.g., a mean flip angle in
the imaging region) are taken. Such measurements may be
made much more quickly than measurements for B, maps, for
example. Accordingly, a type of non-spatially resolved cali-
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bration of the excitation is carried out in the imaging region by
determining the mean flip angle in the imaging region (e.g.,
matching a target volume). Aside from an embodiment yet to
be discussed, the measuring parameters for the second mea-
suring method are adapted such that maximum or minimum
signal intensities are measured in the case of the mean flip
angles, so the measuring parameter for the second measuring
method may be calibrated by the first measurement. In one
embodiment, a second measurement is carried out, therefore,
by the second measuring method. A mean flip angle (possible
on the basis of the first measurement) is purposefully chosen
such that the mean flip angle matches the distinguished ref-
erence flip angle for the second measuring method, at which
a signal maximum or signal minimum exists. The control
sequence is described by a set of basic parameters that
includes the maximum or minimum signal intensity (e.g.,
signal strength), which includes the lowest spatial variation
over the imaging region.

Each excited nucleus in the imaging region provides a
signal portion that is maximal or minimal if the flip angle
exactly matches the reference flip angle. The more maximum
or minimum portions are collected over the entire imaging
region, however, the larger or smaller the resulting overall
signal will be. This provides that the signal strength increases
or decreases as the homogeneity of the flip angle distribution
increases in the imaging region.

The set of basic parameters is chosen as the set of control
parameters having a signal strength that is extremal in accor-
dance with the choice of reference angle (e.g., with orienta-
tion toward a signal maximum that is maximal or with orien-
tation toward a signal minimum that is minimal).

A rapid method for finding, from a limited selection of
parameter settings, the sets of basic parameters to find the
optimum setting for the homogenization of animaging region
is disclosed. This exploits the fact that the generated magnetic
resonance signal for certain reference flip angles has a maxi-
mum or minimum signal strength. If the mean flip angle over
avolume matches such a reference flip angle, the intensity of
the integral magnetic resonance signal over the volume is a
direct measure of the spatial variation in the flip angle. The
maximum/minimum possible magnetic resonance signal is
obtained for a perfectly homogeneous flip angle distribution.

Depending on the number of possible parameter settings
(e.g., the different sets of basic parameters), the method
allows quicker adjustment to an object and an imaging region
than conventional pulse calculation methods. Owing to the
limited solution space, the method reacts less sensitively to
measuring errors in the adjustment measurements or to
dynamic effects such as physiological movements, for
example.

The imaging region, for which an adjustment or calibration
is made, is freely selectable due to appropriate setting of
gradients (e.g., measurements may be made non-selectively
and/or selectively for a certain target volume).

In one embodiment, a second measurement is made using
the second measuring method. Depending on the measured
mean flip angle, at least one measuring parameter of the
second measuring method is adjusted such that the distin-
guished reference flip angle results as the mean flip angle in
the second measurement. This has already been described in
detail. A measurement for determining the signal strength
may be the conventional application for determining the sig-
nal strength. A second measurement is not necessary if the
signal strength may be derived from the first measurement,
and this embodiment is described in more detail below. The
second measurement, which relates to the integral signal,
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does not have to occur in a spatially resolved or spatially
evaluated manner, so simple, fast measurements may be car-
ried out in this case.

Control sequences, in which the flip angle scales at least
locally linearly with a transmission voltage as the measuring
parameter (e.g., RF shimming control sequences) may be
considered, and the transmission voltage is chosen as the
measuring parameter in accordance with the distinguished
reference flip angle. For example, in the case of conventional
control sequences used for high frequency shimming (e.g.,
RF shimming), the mean flip angle linearly scales with the
transmission voltage (e.g., transmitter voltage), so by adjust-
ing the transmission voltage for the second measurement, the
mean flip angle may be set to the reference flip angle. If, for
example, in the first measurement, 45° is measured as the
mean flip angle, the transmission voltage may be doubled for
the second measurement if the reference flip angle is 90°. A
special case is given if the transmission voltage only locally
linearly scales with the flip angle. The measuring parameters
may thus selected in the first measurement such that a mean
flip angle lying in the region of the reference flip angle is
anticipated. A transmission voltage is therefore selected for
the first measurement. The flip angle measurement produces
an anticipated flip angle that lies close to the reference flip
angle for maximum/minimum signal intensity. Empirical or
calibration values present, for example, in look-up tables
and/or a, for example, heuristic mathematical correlation and
the like may be used for this purpose.

In one embodiment, non-linear scaling and a dependency
on additional measuring parameters may also exist. In this
case, a look-up table allocating basic parameter set-specific,
measured mean flip angles to measuring parameters may be
used in order to generate the reference flip angle. Scaling of
the single pulses of the control sequence from the measured
mean flip angle with the reference flip angle may also be
achieved by way of look-up tables.

In a further embodiment, comparable (e.g., at least par-
tially matching) measuring methods are used as the first mea-
suring method and the second measuring methods, so if the
measured mean flip angle (e.g., within a tolerance range)
matches the reference flip angle, the signal strength may be
derived from the results of the first measurement. In this case,
it is therefore not necessary to carry out a second measure-
ment, since the desired result (e.g., the signal strength in the
case of the reference flip angle as mean flip angle) is already
known from the first measurement known or may at least be
derived. For example, if the measuring sequence contains two
magnetic resonance signals to be compared for determining
the mean flip angle, one magnetic resonance signal based on
the excitation by the basic parameter data record may also be
measured with respect to the signal strength. If the mean flip
angle of the first measurement matches (optionally within a
tolerance range) the reference flip angle, this may be used,
and one measuring process may therefore be omitted.

The sets of basic parameters may be predetermined and/or
be chosen so as to be patient-specific (e.g., as a function of a
preceding examination). An overview image of the object
(e.g., of a patient) may be made for selection of the sets of
basic parameters, and a selection (e.g., a preselection) of sets
of’basic parameters is made as a function of features evaluated
in the overview image. All of these approaches for selection
of'the sets of basic parameters to be checked for suitability are
based on accumulated experience or background knowledge,
so, for example, a basic selection may be made on the basis of
application-specific experience. If preliminary examinations
exist, then a patient-specific selection may also be made avail-
able. In one embodiment, an overview image of the patient
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that may also be implemented in the form of a plurality of
projections may be made. A series of possible sets of basic
parameters may be selected on the basis of certain image
features. Thus, for example, the position and form of the
imaging region to be recorded (e.g., the target volume) may
be analyzed, and particularly suitable sets of basic parameters
may be taken for such regions, positions and forms. This may
be derived, for example, on the basis of experiences in pre-
liminary examinations, test measurements and the like.

A measuring method that allows determination of the mean
flip angle by comparison of two measuring signals (e.g., a
spin echo measuring method using two refocusing pulses)
may be used as the first measuring method. Such measuring
methods, by which a mean flip angle may be determined, are
basically already known (e.g., with respect to other adjust-
ment processes ). A magnetic resonance signal during an exci-
tation according to the set of basic parameters is compared
with a magnetic resonance signal without such excitation.

A measuring method generating a gradient echo after a
single excitation pulse, a measuring method recording a
steady-state signal after a plurality of excitation pulses, a spin
echo measuring method with one excitation pulse and at least
one refocusing pulse, or a measuring method including a
read-out module after a preparation pulse may be used as the
second measuring method. The signal generation, which fora
certain flip angle leads to a signal maximum/signal minimum,
therefore includes every method known in magnetic reso-
nance. In the example of a simple gradient echo excitation
(e.g., if a simple excitation pulse is measured using a single
magnetic resonance signal), this results in a sinusoidal char-
acteristic of the signal strength against the flip angle, so the
maximum is 90° as the reference flip angle.

In one embodiment, a plurality of volumes is measured as
imaging regions. For example, a sequential measurement
with linking of the results may be provided, for example.
Linear combinations of sets of basic parameters associated
with, for example, different volumes are used as possible sets
of control parameters. Linear combinations of the predefined
single pulses may therefore be considered (e.g., if the choice
of sets of basic parameters was based on certain target vol-
umes or imaging regions).

The sets of parameters also include at least one parameter
describing a gradient pulse. The process of HF shimming may
also be supported by gradient pulses. Parameters in this
respect may also be included in the sets of basic parameters
and therefore the determined set of control parameters as
well.

In addition to the method of determination, a method for
operating a magnetic resonance device having a plurality of
high frequency transmission coils including transmission
channels constructed for parallel transmission is provided. A
control sequence is determined, and the magnetic resonance
device is operated according to the determined control
sequence. The most suitable control sequence may therefore
also be employed completely automatically for operation of
the magnetic resonance device when acquiring magnet reso-
nance image data. The method runs completely automati-
cally, for example, on a controller of the magnetic resonance
device. All statements relating to the method of determination
may be analogously applied to the operating method.

In one embodiment, a magnetic resonance device includ-
ing a plurality of high frequency transmission coils having
transmission channels constructed for parallel transmission is
provided. The magnetic resonance device includes a control-
ler for carrying out the method. All preceding statements
relating to the method may be transferred in this case as well,
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so the advantages of the present embodiments may also be
obtained by the magnetic resonance device.

BRIEF DESCRIPTION OF THE DRAWINGS

FIG. 1 shows a schematic diagram of one embodiment of a
magnetic resonance device;

FIG. 2 shows a flow chart of one embodiment of a method
for determining a set of control parameters of a control
sequence; and

FIG. 3 shows an exemplary curve illustrating a signal
strength against a flip angle for a second measuring method.

DETAILED DESCRIPTION OF THE DRAWINGS

FIG. 1 shows a schematic diagram of one embodiment of a
magnetic resonance device 1. The magnetic resonance device
1 includes a main magnetic unit 2 having a patient receiver 3
situated in the main magnetic unit 2. A patient couch 4 is
movable into the patient receiver 3, so a patient 5 as object
may be supported in a certain position inside the patient
receiver 3.

The main magnetic unit 2 includes a basic field magnet 6,
a gradient coil arrangement 7 having magnetic field gradient
coils and a whole body transmission coil 8. The whole body
transmission coil 8 may also be constructed to receive magnet
resonance signals. In one embodiment, local coils may be
arranged close to the patient 5 to receive the magnetic reso-
nance signals.

The transmission coil 8 is constructed for parallel trans-
mission. The transmission coil 8 may thus be controlled by a
plurality of transmission channels, via which parallel single
pulses of a control sequence may be provided. The associated
control parameters (e.g., the frequency and the phase of the
single pulses for each time step) are combined in one set of
parameters.

The transmission coil 8 may be constructed by way of
example as a birdcage antenna that includes a number of
antenna rods running parallel and equidistantly arranged in
the longitudinal direction of the patient receiver 3. At ends,
the individual antenna rods are capacitively connected by an
end ring. The antenna rods may be individually controlled and
are associated with one transmission channel, respectively.

To be able to effect magnetic resonance images, the gradi-
ent coils of the gradient coil arrangement 7 and the transmis-
sion coil 8 are controlled with the aid of a measuring protocol
that includes gradient pulses and high frequency pulses (e.g.,
single pulses for the individual transmission channels of
transmission coil 8) that implement parallel transmission
(pTX). The totality of the single pulses for the various trans-
mission channels may be a control sequence for the transmis-
sion coil 8, and parameters of the control sequence are con-
tained in a set of control parameters.

Parallel transmission may be used for homogenization of
the excitation (e.g., flip angle distribution therefore) in the
imaging region (e.g., a target volume). This may be described
as high frequency shimming (HF shimming or RF shim-
ming). To attain optimal homogeneity of excitation, a new
adjustment of the magnetic resonance device 1 in terms of
determining a suitable set of control parameters, a suitable
control sequence is to be made with each new examination
involving a new patient 5 as the object to be examined and a
certain target volume as the imaging region. This occurs
automatically by way of a controller 9 of the magnetic reso-
nance device 1. The controller 9 is configured to carry out an
operating method that includes a method of determination.
The controller 9 is constructed to bring about control of the
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magnetic resonance device 1 for image data recording in
accordance with a measuring protocol present in a memory of
the controller 9, and also determine the measuring protocol
(e.g., the control sequences). A sequence-determining device
may be provided as part of the controller 9, for example.

A plurality of sets of basic parameters is therefore stored in
a memory of the controller 9. A signal strength is metrologi-
cally determined for the plurality of sets of basic parameters.
With the aid of the signal strength, one of the sets of basic
parameters may be chosen as a set of control parameters. One
exemplary embodiment of the method is explained below in
more detail in relation to FIG. 2.

Once the patient 5 has been suitably positioned, an over-
view image is prepared in act 10. The overview image may
show the patient 5 as a whole or just the area around the target
volume. Overview image features are extracted from this in
act 11. The overview image features allow sets of basic
parameters 13 to be selected from a database 12 of possible
sets of basic parameters, from which the most suitable set of
control parameters 14 is subsequently chosen. The position,
form and/or extent of the target volume, and composition of
the target volume and the like, may be used, for example, to
determine appropriate candidates from the database 12.

The sets of basic parameters 13 may, however, also be
completely predefined or be selected on a patient-specific
basis from preliminary examinations of the patient 5.

The patient 5 is positioned such that the target volume,
which also forms the imaging region, is located in the homo-
geneity volume of the magnetic resonance device 1.

In act 15, a first measurement is made according to a first
measuring method for each set of basic parameters 13 by
determining the control sequence by way of the respective set
of'basic parameters 13. The remaining measuring parameters
are initially random, however. Mean flip angles 16, denoted in
FIG. 2 by @, are measured in act 15 for each set of basic
parameters 13. The i indicates that n mean flip angles 16 are
measured, where n is the number of sets of basic parameters
13, and i runs from 1 to n.

The measurement is made in this connection in that a
measuring method that allows a comparison of two measure-
ment signals for determining the mean flip angle is used as the
first measuring method (e.g., a spin echo measuring method
using two refocusing pulses).

In act 17, whether one or a plurality of the mean flip
angle(s) 16 already matches a reference flip angle is checked
for a second measuring method. The reference flip angle
indicates that with the reference flip angle, a maximum mag-
netic resonance signal is obtained in the second measuring
method. This is explained in more detail by FIG. 3, in which
the signal strength (intensity 1) is plotted against the flip angle
a (e.g., for the case of a simple gradient echo measurement).
The curve 18 corresponds to a sine curve that has a maximum
19 at a reference flip angle 20 of 90°.

If'the mean flip angle 16, which has been determined in the
first measurement provided as a calibration measurement,
does not match the reference flip angle 20 for a set of basic
parameters 13, measuring parameters are chosen for the sec-
ond measuring method such that in the second measurement
carried out in act 21, reference flip angle 20 is obtained with
the second measuring method as the new mean flip angle.
Since control sequences of high frequency shimming, in
which it is known that the mean flip angle scales with the
transmission voltage, are used, the transmission voltage as
measuring parameter scales such that reference flip angle 20
is obtained. In the illustrated example, the transmission volt-
age for the second measurement is therefore doubled in act 21
with a measured mean flip angle 16 of 45°. Signal strengths

10

15

20

25

30

35

40

45

50

55

60

65

8

22, designated I, in FIG. 2, are obtained in act 21 as the
measuring result of the second measurement.

If it has been found that the mean flip angle 16, which was
measured in the first measurement in step 15, already matches
the reference flip angle 20, in act 23, the corresponding signal
strength 22 is determined from the results of the first mea-
surement in act 15, since the first measuring method and the
second measuring method have been chosen such that the first
measuring method and the second measuring method par-
tially match. Therefore, the results of the first measuring
method may be transferred to the second measuring method.
A second measurement in act 21 is not necessary in this case,
therefore.

Measuring parameters with the mean flip angle in the con-
trol sequences may be adjusted even in the case of non-
straightforward linear scaling of measuring parameters. If
there is only a local linear dependency on a measuring param-
eter (e.g., the transmission voltage), then, for example, the
measuring parameters for the first measurement may have
already been selected such that, as expected, a mean flip angle
16 lying at least in the range of the reference flip angle 20
(e.g., in a range providing sufficient linearity up to the refer-
ence flip angle) is measured, so the local linearity may be
used. In other cases, where more complex connections exist
between the mean flip angles and the measuring parameters,
suitable look-up tables stored in a memory device of the
controller 9 may, for example, be used.

Once the two measurements have been made in acts 15 and
21, signal strengths 22 therefore exist for each set of basic
parameters 13. In act 24, which of the signal strengths 22 is
the largest is checked. The maximum of 1, is therefore deter-
mined therefore. The corresponding set of basic parameters
13 is then obtained as the set of control parameters 14 to be
used.

This is based on the consideration that if the mean flip angle
over the imaging region matches the reference flip angle 20,
the signal strength of the integral magnetic resonance signal
over the imaging region constitutes a direct measure of the
spatial variation in the flip angle. The fact that the generated
magnetic resonance signal (cf., FIG. 3) for the reference flip
angle 20 reaches an intensity maximum or minimum is used.
For homogeneous signal excitation, the maximal/minimal
possible signal strength is obtained, while in the case of
differences in the actually present flip angle from the refer-
ence flip angle 20 in the mean flip angle corresponding to the
second measurement, there is a reduction in the overall signal
strength.

Image data is acquired using the magnetic resonance
device 1 in act 25. The control parameters of the set of control
parameters 14 may be used accordingly, as part of a measur-
ing protocol.

The sets of basic parameters or sets of control parameters
may also include parameters relating to gradient pulses, since
an adjustment of the gradient control within the framework of
homogenization of the flip angle distribution may also be
provided.

Although the invention has been illustrated and described
in more detail by way of the exemplary embodiments, the
invention is not limited by the disclosed examples, and other
variations may be derived herefrom by the person skilled in
the art without departing from the scope of the invention.

While the present invention has been described above by
reference to various embodiments, it should be understood
that many changes and modifications can be made to the
described embodiments. It is therefore intended that the fore-
going description be regarded as illustrative rather than lim-
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iting, and that it be understood that all equivalents and/or
combinations of embodiments are intended to be included in
this description.

The invention claimed is:

1. A method for determining a set of control parameters of
a control sequence for a magnetic resonance device that
allows optimally homogeneous excitation for an object to be
recorded and imaging regions, the control sequence compris-
ing single pulses that are to be emitted in parallel for a plu-
rality of individually controllable high frequency transmis-
sion channels, wherein the set of control parameters is chosen
from linear combinations of sets of basic parameters of a
plurality of sets of basic parameters associated with different
volumes of a plurality of volumes, the basic parameters com-
prising a high frequency amplitude and a high frequency
phase for each transmission channel, the method comprising:

measuring the plurality of volumes as the imaging regions;

determining a mean flip angle for each set of basic param-
eters of the plurality of sets of basic parameters in the
imaging region where the object exists, the determining
using the set of basic parameters with a first measuring
method;

determining, for each set of basic parameters of the plural-

ity of sets of basic parameters, a signal strength of a
magnetic resonance signal generated in the case of a
reference flip angle of a second measuring method at
which a signal maximum or a signal minimum exists;
and

selecting, using the linear combinations of the sets of basic

parameters associated with the different volumes, the set
of basic parameters of the plurality of sets of basic
parameters having a signal strength for the reference flip
angle as the set of control parameters.

2. The method as claimed in claim 1, further comprising:

performing a second measurement using the second mea-

suring method; and

adjusting, depending on the determined mean flip angle, at

least one measuring parameter of the second measuring
method such that the distinguished reference flip angle
results as the mean flip angle in the second measure-
ment.

3. The method as claimed in claim 2, wherein control
sequences, in which a flip angle scales linearly with a trans-
mission voltage, are considered, and

wherein the transmission voltage is chosen as the at least

one measuring parameter in accordance with the distin-
guished reference flip angle.

4. The method as claimed in claim 3, wherein the control
sequences comprise radio frequency (RF) shimming control
sequences.

5. The method as claimed in claim 3, wherein with a trans-
mission voltage scaling linearly with the flip angle, the at least
one measuring parameters are chosen in the first measure-
ment such that a mean flip angle lying in a region of the
reference flip angle is anticipated.

6. The method as claimed in claim 2, further comprising
generating the reference flip angle using a look-up table,
allocating set-specific, measured mean flip angles to measur-
ing parameters.

7. The method as claimed in claim 2, wherein matching
measuring methods are used as the first measuring method
and the second measuring methods such that when the deter-
mined mean flip angle matches the reference flip angle within
atolerance range, the signal strength is derived from results of
the first measurement.

8. The method as claimed in claim 1, wherein matching
measuring methods are used as the first measuring method
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and the second measuring methods such that when the deter-
mined mean flip angle matches the reference flip angle within
atolerance range, the signal strength is derived from results of
the first measurement.

9. The method as claimed in claim 1, wherein the plurality
of sets of basic parameters is selected so as to be patient-
specific.

10. The method as claimed in claim 1, wherein the plurality
of'sets of basic parameters is predetermined as a functionof a
preceding examination.

11. The method as claimed in claim 1, further comprising
generating an overview image of the object to choose the
plurality of sets of basic parameters,

wherein the plurality of sets of basic parameters is chosen

as a function of features evaluated in the overview
image.

12. The method as claimed in claim 11, wherein the over-
view image is of the object.

13. The method as claimed in claim 1, wherein a measuring
method that allows determination of the mean flip angle by
comparison of two measuring signals is used as the first
measuring method.

14. The method as claimed in claim 13, wherein the mea-
suring method comprises a spin echo measuring method
using two refocusing pulses.

15. The method as claimed in claim 1, wherein a measuring
method generating a gradient echo after a single excitation
pulse, a measuring method recording a steady-state signal
after a plurality of excitation pulses, a spin echo measuring
method with one excitation pulse and at least one refocusing
pulse, or a measuring method comprising a read-out module
after a preparation pulse is used as the second measuring
method.

16. The method as claimed in claim 1, wherein the plurality
of sets of basic parameters includes at least one parameter
comprising a gradient pulse.

17. A method for operating a magnetic resonance device
having a plurality of high frequency transmission coils com-
prising transmission channels constructed for parallel trans-
mission, the method comprising:

determining a set of control parameters of a control

sequence that allows optimally homogeneous excitation
for an object to be recorded and imaging regions, the
control sequence comprising single pulses that are to be
emitted in parallel for the transmission channels,
wherein the set of control parameters is chosen from
linear combinations of sets of basic parameters of a
plurality of sets of basic parameters associated with
different volumes of a plurality of volumes, the basic
parameters comprising a high frequency amplitude and
a high frequency phase for each transmission channel,
the determination of the set of control parameters com-
prising:
measuring the plurality of volumes as the imaging
regions;
determining a mean flip angle for each set of basic
parameters of the plurality of sets of basic parameters
in an imaging region where the object exists, the
determining using the set of basic parameters with a
first measuring method;
determining, for each set of basic parameters of the
plurality of sets of basic parameters, a signal strength
of' a magnetic resonance signal generated in the case
of a reference flip angle of a second measuring
method at which a signal maximum or a signal mini-
mum; and
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selecting, using the linear combinations of the sets of
basic parameters associated with the different vol-
umes, the set of basic parameters of the plurality of
sets of basic parameters having a signal strength for
the reference flip angle as the set of control param-
eters; and

operating the magnetic resonance device according to the
determined control sequence.

18. A magnetic resonance device comprising:

a plurality of high frequency-transmission coils compris-
ing transmission channels configured for parallel trans-
mission; and

a controller configured to determine a set of control param-
eters of a control sequence for a magnetic resonance
device that allows optimally homogeneous excitation
for an object to be recorded and imaging regions, the
control sequence comprising single pulses that are to be
emitted in parallel for a plurality of individually control-
lable high frequency transmission channels, wherein the
set of control parameters is chosen from linear combi-
nations of sets of basic parameters of a plurality of sets of
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basic parameters associated with different volumes of a
plurality of volumes, the basic parameters comprising a
high frequency amplitude and a high frequency phase
for each transmission channel,

wherein the controller is further configured to:

measure the plurality of volumes as the imaging regions;

determine a mean flip angle for each set of basic param-
eters of the plurality of sets of basic parameters in an
imaging region where the object exists using the set of
basic parameters with a first measuring method;

determine, for each set of basic parameters of the plu-
rality of sets of basic parameters, a signal strength of
a magnetic resonance signal generated in the case of a
reference flip angle of a second measuring method at
which a signal maximum or a signal minimum; and

select, using the linear combinations of the sets of basic
parameters associated with the different volumes, the
set of basic parameters of the plurality of sets of basic
parameters having a signal strength for the reference
flip angle as the set of control parameters.
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